An immunoturbidimetric method for the estimation of human haptoglobin using centrifugal analysis.
An immunoturbidimetric method for the estimation of human haptoglobin has been developed using a centrifugal analyzer. A correlation with results obtained using an immunodiffusion method is reported. The procedure described provides a rapid, precise and cost effective way to measure haptoglobin.